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NOTE: Output is as follows depending on the position of switch A: 

Position 1 ® 2.8V 
Position 2 -. 3.8V to 4.6V 
Position 3 ® 4.6V to 6.1V 

FIGURE A.1 PSU FOR TEST FIXTURE 
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